[Technical instrumentation for tracheal endoprosthesis].
By applying the programme-oriented approach, a tracheal X-ray endoscopic prosthesis system has been worked out. Medical and technical evidence has been provided for the major parameters of the simplest cylindrical endoprosthesis of the trachea with the unique location of projections in a two-way spiral line. A concise programme has been proposed for calculating the above parameters by using the QBASIC language.